Cardiac arrest from inadvertent overdose of lidocaine hydrochloride through an arterial pressure line flush apparatus.
An overdose of the antiarrhythmic drug, lidocaine hydrochloride, was inadvertently administered to a patient through an arterial pressure monitoring apparatus, resulting in cardiac asystole. This medication error demonstrates to all anesthesia care team members the importance of preventing similar occurrences.